Left hemothorax: an unusual complication of delayed right ventricular perforation by a permanent pacemaker lead.
Cardiac ventricle perforation by a pacemaker (PM) lead is an uncommon complication of PM implantation. We report a patient with a delayed right ventricular perforation from a permanent PM lead which presented as a left hemothorax.